TUCSON POLICE DEPARTMENT
CRIME LABORATORY [{6{\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
# . Serial # L~ ¢S/ . certifies by her signature:
on_J/ /26 [o# . witharesultof 0.0F9 AC, 0. 0 74AC,

and on ,J.Q}",;n fﬂ‘;‘ . with aresult of -0 7€ AC. 0 0 FFAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC). as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Hes o Sore

Irene Doran

two dates.

ADPS QAS Permit #QAS 29386 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

is Zl . dayoffecembec. 2004

"

————  QOFFICIAL SEAL

B\ KATHY A. KINNEY
" ’ﬁ;m? PUBLIC-ARIZONA

Ve PIMA COUNTY
T2 \y Comm. Exp. Sept. 4, 2008

1

| Notary Public
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TEILE REPORT PREFARED PURSUANT TO DOTY I L gv
A.RL.C. HI=1l4=404 (R)

INTOXILYZER SERIAL #_lolo—COMEIY La-:;::c:rf m{}_il\.
DATE_ NlenJ2ml 2lp 14 7gof  TIHE 134D =

v Display reads "EEany TO START® or "PUSH BUTTON TO START
b £ i
RIAGHNOSTIC TESTS
! DVM Tast check. Sstting should bs baktwasn 200 a2n8
600, Maodz selaction ‘switch 52 on, S1 and 53 off or
kKeyboard mend selection "HY. Reading is :5%5 .
V// Display Test check. Haods sslachtion switch 51 on a2nd 52
and 83 off or keyboard menu selection "V©
u// Drinter Test check. Mode selsactilan s¢itceh 51, 52, 53
aff or keybopard menu salectiopn "B,
v Claock time check. Mode selection switch 510 on arx
keyboard manu selection "Z''.
Vf/ Dats chzck HMods selection switch S11 on or keyboard
menu s=2lection "E".
QPERATIONAT TESTS
Alcohol fres subject Tast result 0. 005 AC

:ﬁ Error recagnition logic systermn functioning
Invalid test printead
v Proper sample recognition sys
Invalid sample ;::rJ.ni:ed-/_ ‘
: Deficient sample printed '
N/A Completzness of sample purge with collsction tubes*=*
T

Calibration standard 0. AC
Results: 0. g}fiﬂﬂﬂ,fi’ﬂﬂ igFE%%

Instrument operating properly and accuratsly. EESZ_/HO

COMMENTS:

analysis. »x»

*WITH OR WITHOOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XKEYBOARD
#**THTH STEP I5 ONLY:REgQUIRED IP THIS DEVICE I5 BEING UEED FTAR
ERAMPLE CAPTURE.

OHS/OSLE/Forn C117{(Rev.7-93)
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THIS REPORT PREPARPED PURBUANT TO DUTY IMPOEED BY
A.A.C. RI-14—404 (R}

ARIZONA DEPARTHENT OF HEALTE BERVICES

ETANDARD QUALTITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000Q0%*

ETANDATD CALIBEATION CHECK PROCEZDURE é@

Agency Tucson Police Densrtment Date lelﬂkf4 Time |90

ntoxilyzer Serial# lolo- QQQE 4 Locaticn O DS
QA Specialist Nennde o onbs  H(gllet

€ @Y 1.

=
Y
b
1

g
B (S

w75 10,
T «) 1.

(Print Name)

Pour a standard alcohol solution of kneown wvalue inte a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has bheen made.
Standard value: 0.0§FO A

drn on the simulator and allow the Lsnperaturs Lo
reach 347°C+.2°C.
Set Intoxilyzer maode selection in the ACA mode by
switching mode selection switch #% on or selecting "C"
on keyboard menu.
Attach simulatoer te the simulator 'entrance port on the
Intoxilyzer
Intoxilyzer 5000 display reads "READY TO START" or
WPUSH BUTTOH".
Push Start Test bubton or press enter on Keyboard.
Insert card in response to display.
Air blank completed.
Calibration check completed.
Test rasults 0.079/40£0. D‘?‘fﬁ\
Air blank completed.
When display reads Test Complete remove evidence ‘card.
Attach the card to the completed checklist. R
Return mode selection switch #9 to off position after
all calibration checks are caomplets or tType Q.and enter

STGNATURE ,jﬁziiijliﬁ r5¥0 (Eﬁ3ﬁlei

*RITH OR WIT H <SQ R7CIRCULATLDH AND WITH OR WITHOUT XEYHBOARD

DHS/DSLS/Form Cl11i6 (Rev.7-33)
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Q3 TRATIONAL, TESTS
j%ﬁr alcohol frae subject Tast rasult 0. ODO A
a— Frrar racagnition legic systezm functlenlng
Tnvalid test printed
zéﬁ: Srgper sazple rascognitlon systeam
Tnvalid sampla printad-FA&A—
Deficisnt sampla printed g
FN/A Complstansss of sampls purgs with collection tuhs**
mﬁkﬁi Calinmration standazd 0. O&D 2AC
zesults: 0. OT@AC o 0.0 AE
Tnstrumsnt operating properly and sccurauvasly, ¥EZEY NG
comHENTS: ¥ OFDE — os//
SICGHATURE : T

O,typhifalcchml cancentration standard collected for subsagquent
analysis.*>»

*WITH QR WITECSTL TAZOR RPCTRCULATION AND FIT= OR HITEQUT XEYBOARD
*%TETS 'STER Y& oMLY REQUIRED I¥ TELS DEVICZ I8 BEING USED FTOR

g2Y=LE CATTURE.

| pEsigsrs/sEerm ciiT (Rev. 7-93)
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THIS REFORT PREPAZED PURSUANT TO DOTY IMPOS
A.A.C. RI-14-404(R)

ARITZONA DEPRETHENT QF HEAMTH HERVICES

|

ETANDARD QUALTTY ASSUHANCE PROCEDTRE
INTOZILYZER. HODEL SQ00%*

L

ETANDARD CRALIZEATION CHECK PROCEDTRE /\D{l\-

Egency _TUcson Polices Densrtmeant Da*e H?,éffﬁﬂf Time 0570

Intoxilyzer Sa2rial Q%Lﬂ?%gf%%: Locatian op o

QA Specialist B 1) i ?ﬁ*%&%f

(Print HMame)

(ez ) 1. Pour a standard alcohol solution of known wvalue inte a
clean dry -simulator jar and assemble the simulator.
Insure that a tight s=al has been mads.

Standard walues: '0.7FD AL

{ﬁﬂe] 2. ”L_u 60 the simtlartor and allow the Tsoperaturse to

edch 34°C+. 2°C.

(<) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode salection switeh #3 on or selecting "C"
on keyboard ment.

fugs) #.. Axtach simulataor to the simulator entrance port-an the
Intoxilyzer:

wadl~a) 5. Intoxilyzer 5000 display reads "READY TO S5TART" or
"PUSH BUTTON",

“2{Ee4i-} §. Push Start Test button or prass enter on keybeard.
“rlogm ) 7. Insert card in xesponse to display
™) 8. Alr blank completed.
T@{Hﬂr} 9, Calibration check complated.

= Test rasults 0.0Fp+0.0F7F aAC
A 1% ) 10. Air blank completed.

) LLl. ¥hen display reads Test Complete remove evidence card,

s Attach the card te the completed checklist.

{wos~) 12. Return mode selection switch #9 to off pasition after
all calibration checks are completes or type Q and enter
on ¥eyvboard

STGNATURE fég—ﬁffﬁﬂﬂh

*WITE OR WITHEOUT VAPOR RECIRCULATION AND WITH OR ¥ITHOUT KEXYBCOARD

DHS/DSLS/Form CLlLs (Rev.7-93)




